[Problems in the determination of immunocomplexes. VI. Changes in the levels of C4 complement and IgG in the precipitation of immunocomplexes using polyethylene glycol].
The authors modified the method for the assessment of circulating immunocomplexes by assessing changes in the concentration of IgG and C4 components of complement in the precipitate after adding polyethylene glycol. The method was tested on a series of samples, the scatter of values for the healthy population was assessed and the results were compared with the PEG method elaborated in the Institute for Clinical and Experimental Medicine.